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ABSTRACT 


A  small  shielded-loop  antenna,  to  be  used  as  a 
probe  for  indicating  and  measuring  radio-frequency 
interference  fields  from  electronic  equipment,  has 
been  analyzed.  The  input  impedance  is  similar  to  an 
equivalent  shorted  two-wire,  balanced,  transmission 
line.  Voltage  induced  by  a  field  conforms,  over  the 
usable  frequency  range,  to  that  calculated  by  equations 
applicable  at  low  frequencies,  but  the  output  voltage 
varies  because  of  the  transmission-line  effect. 

A  number  of  loop-probe  designs  have  been  analyzed 
and  found  to  have  undesirable  characteristic  impedance 
discontinuities  which  make  calculation  of  their  charac¬ 
teristics  almost  impossible.  A  method  of  calibration, 
which  uses  another  small  shielded  loop  to  establish 
a  radio -frequency  field  of  known  characteristics,  has 
been  developed,  and  its  accuracy  and  reliability  are 
proved  experimentally.  A  simplified  loop-probe  design 
has  been  found  to  be  the  most  satisfactory.  Loop 
probes  of  the  approximate  dimensions  of  those  analyzed 
have  been  shown  to  be  usable  for  the  desired  application 
at  frequencies  below  approximately  400  Me  only,  both 
because  of  unsatisfactory  response  characteristics 
and  because  of  difficulties  of  calibration  at  higher 
frequencies. 


PROBLEM  STATUS 

This  is  a  final  report  on  this  problem.  Unless 
otherwise  advised  by  the  Bureau,  the  Laboratory  will 
consider  the  problem  closed  one  month  from  the  mail¬ 
ing  date  of  this  report. 


AUTHORIZATION 

NRL  Problem  No.  R07-04D  (BuAer  Request  No. 
A282ED) 


ANALYSIS  AND  CALIBRATION  OF  LOOP  PROBES 
FOR  USE  IN  MEASURING  INTERFERENCE  FIELDS 


INTRODUCTION 

By  Reference  1,  the  Naval  Research  Laboratory  was  requested  to  “continue  the  inves¬ 
tigations  begun  by  the  radio  interference  group  at  Radiation  Laboratory  toward  obtaining  an 
analysis  of  the  characteristics  of  electrostatically  shielded  loop  probe  and  electrostatic 
probe  pickup  devices  for  use  as  radio  interference  field  indicating  or  measuring  instru¬ 
ments  and  developing  means  of  calibrating  the  devices  over  the  frequency  range  of  0.1  to 
1000  megacycles  per  second.”  It  was  further  requested,  if  investigation  proved  it  feasible, 
to  “develop  probes  having  over -all  response  characteristics  such  that  they  may  be  used 
with  suitable  receivers  as  radio  interference  test  instruments  for  simplified  field  ‘go-no 
go’  tests.”  It  was  also  requested  “that  evaluation  and  calibration  of  the  present  loop  probe 
AN-3065  be  investigated  first.” 

This  problem  was  accepted  by  the  Naval  Research  Laboratory  on  June  27,  1946.  How¬ 
ever,  active  investigation  had  not  begun  when,  in  December  1946,  the  Interference  Reduction 
Sub-committee  of  the  Aircraft  Radio  and  Electronics  Committee  of  the  Aeronautical  Board 
began  preparation  of  the  “Interference  Requirements”  for  a  “General  Specification  for  Air¬ 
borne  Electronic  Equipment.”  After  several  meetings  of  this  sub -committee,  general 
agreement  had  been  reached  on  all  requirements  of  this  portion  of  the  specification  with 
the  exception  of  the  section  regarding  “radiated”  interference  fields  and  the  pickup  devices 
to  be  used  to  measure  such  fields.  In  an  attempt  to  provide  an  answer  to  this  problem, 
emphasis  at  the  Naval  Research  Laboratory  was  placed  on  investigation  of  small  loop  pick¬ 
up  devices  and  means  for  calibrating  such  loop  probes.  The  general  problem  as  stated  in 
Reference  1  was  thus  restricted  in  scope.  This  report  covers  principally  this  limitedphase 
of  the  problem,  although  some  preliminary  investigation  of  the  more  general  problem  was 
begun  and  is  also  reported. 

In  addition,  the  above-mentioned  committee  later  decided  that  measurements  of  inter¬ 
ference  fields  at  frequencies  lower  than  38  megacycles  would  be  made  with  a  rod-type 
pickup  and  that  the  loop  probe  would  be  used  only  for  frequencies  between  38  and  1000 
megacycles.  The  work  at  the  Naval  Research  Laboratory  was  thus  further  restricted  to 
this  frequency  range. 


ANALYSIS  OF  THE  PROBLEM 

In  order  to  determine  the  preferable  type  of  pickup  device,  it  is  necessary  to  analyze 
the  means  by  which  the  fields  to  be  measured  may  be  developed.  Assume  an  electronic 
device  which  generates  radio -frequency  energy  of  any  wave-form,  such  as  continuous  wave, 
pulsed,  random  noise,  or  any  combination  of  these  types.  This  electronic  device  is  com¬ 
pletely  enclosed  in  a  box  of  copper  or  aluminum  and  is  connected  to  an  external  power 
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supply  by  unshielded  leads.  Low-pass  radio-frequency  filters  are  connected  in  the  leads 
inside  the  box.  Small  openings  are  provided  through  the  metallic  sides  of  the  box  for  ven¬ 
tilation.  In  addition,  the  box  has  a  poorly  fitted  lid.  Such  an  elementary  electronic  device 
has  all  the  basic  deficiencies  of  the  more  complex  equipment  which  is  to  be  investigated 
with  a  probe. 

The  probe  is  to  be  used  to  indicate  the  presence  of  fields  around  the  equipment;  to 
measure  the  intensity  of  any  such  fields  to  allow  evaluation  of  the  interference  which  may 
be  produced  in  other  electronic  devices  located  in  its  immediate  vicinity;  and,  if  possible, 
to  determine  the  point  of  origin  of  the  fields  in  order  to  locate  defects  in  the  shielding  or 
filtering. 

The  elementary  electronic  device  described  is  to  be  studied  to  ascertain  how  it  may 
develop  fields  external  to  the  shielded  box.  This  amounts  to  a  review  of  the  principles  of 
shielding,  which  are  discussed  in  some  detail  in  References  2  and  3.  First,  it  is  a  basic 
principle  that  a  radio-frequency  field  cannot  exist  inside  a  perfect  conductor.  Copper  or 
aluminum  are,  of  course,  not  perfect  conductors  but  can  be  considered  so  for  this  analysis. 
Any  radio-frequency  field  which  cuts  a  conductor  causes  a  current  to  flow  in  the  conductor. 
This  current  flow  is  concentrated  on  the  surface  of  the  conductor  and  decreases  exponen¬ 
tially  inside  the  conductor.  Depth  of  penetration,  expressed  in  inches,  is  (2.61  x  10 -*)/VT 
in  copper  or  (3.34  x  lO"8)//?  in  aluminum,  where  f  is  the  frequency  of  the  field  in  mega¬ 
cycles.  At  38  megacycles,  the  depth  of  penetration  in  copper  is  4.24  x  10~4  inch.  Copper 
of  0.0625-inch  thickness  will  produce  an  attenuation  of  1275  db  at  38  megacycles.  It  is 
obvious  that  any  field  of  the  frequencies  of  interest  in  this  problem  can  be  considered  to 
be  perfectly  attenuated  by  the  shield.  If  the  box  were  a  complete  enclosure,  with  no  open¬ 
ings,  and  if  there  were  no  conductors  passing  through  the  walls,  all  internal  fields  would 
be  completely  confined. 

However,  conforming  to  what  is  always  the  case  practically,  the  box  is  assumed  to 
have  some  defective  joints  and  openings  for  ventilation  so  that  the  shielding  is  not  perfect. 

If  the  openings  are  small  in  size  compared  to  the  wavelength  of  the  field,  the  internal  field 
cannot  extend  directly  through  the  openings  to  produce  external  fields.  The  current  pro¬ 
duced  by  the  internal  fields  on  the  inside  wall  surfaces  will,  however,  reach  the  outside 
surface  of  the  box  by  flowing  along  the  surface  of  any  break  in  the  shielding.  Such  current 
flow  of  course  sets  up  external  fields.  The  intensity  of  the  current,  and  consequently  the 
external  field,  will  depend  on  the  shape  of  the  openings  and  the  direction  of  the  internal 
field  so  that  accurate  prediction  of  the  external  field  strength  is  virtually  impossible.  For 
shield  dimensions  small  compared  to  wavelength,  the  field  close  to  the  shield  surface 
(d<  X  /2jt)  will  be  predominantly  magnetic  since  it  is  caused  by  current  flow.  A  loop  probe, 
which  is  considered  sensitive  to  a  magnetic  field,  appears  preferable  for  detecting  such 
fields. 

At  high  frequencies  where  the  shield  dimensions  exceed  a  quarter -wavelength,  the 
field  may  be  predominantly  electric  at  some  points  but  will  always  have  a  maximum  current 
point  at  a  distance  of  a  quarter-wavelength  from  the  maximum -voltage  point,  so  that  a  loop 
probe  appears  still  to  be  usable.  However,  at  frequencies  where  the  diameter  of  the  loop 
is  approaching  a  quarter-wavelength,  a  loop  probe  may  not  be  satisfactory,  since  it  will 
extend  over  a  distance  which  includes  both  a  high  current  point  and  a  high  voltage  point, 
and  the  maximum  field  strength  will  probably  not  be  indicated.  A  three -inch-diameter 
loop,  as  used  for  AN-3065,  has  a  diameter  equal  to  a  quarter -wavelength  at  approximately 
985  megacycles.  Consequently,  such  a  loop  should  be  usable  at  frequencies  somewhat  lower 
than  985  megacycles,  probably  to  at  least  492  megacycles. 

The  fields  produced  by  the  power  leads  are  difficult  to  predict,  since  the  leads  are 
equivalent  to  some  form  of  transmission  line  and  thus  the  input  impedance,  at  the  point 
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where  the  power  leads  leave  the  shield,  will  vary  greatly  with  frequency.  A  loop  probe 
will  detect  any  points  of  high  radio -frequency  current  on  the  power  leads  until  the  loop 
dimensions  become  comparable  to  a  quarter-wavelength,  and  thus  such  a  probe  appears 
satisfactory  for  the  same  frequency  range  as  discussed  above.  In  addition,  other  means 
are  available  for  measuring  radio-frequency  current  (or  voltage)  on  the  power  leads,  and 
use  of  a  probe  for  this  purpose  is  of  secondary  importance. 


LOOP-ANTENNA  THEORY 

Since  loop  antennas  have  been  used  for  direction-finding  applications  on  low  frequen¬ 
cies  for  many  years,  many  detailed  studies  have  been  made  to  determine  their  character¬ 
istics  in  such  uses.  Theoretical  analyses  of  such  antennas  are  to  be  found  in  numerous 
places  in  the  literature  of  radio,  for  example,  in  References  4,  5,  6,  7,  and  8.  Such  studies 
are  specifically  restricted  to  low  frequencies  where  the  maximum  dimensions  of  the  loops 
are  very  small  compared  to  the  received  wavelength.  Under  such  conditions  the  voltages 
developed  at  the  loop  terminals  by  radio-frequency  fields  may  be  accurately  computed. 

Detailed  development  of  this  theory  is  given  in  Appendix  A.  Briefly,  voltage  induced 
in  the  loop  by  an  r-f  field  is  considered  as  a  lumped  voltage  applied  in  series  with  the 
inductance,  capacity,  and  resistance  of  the  loop.  From  a  knowledge  of  these  circuit  con¬ 
stants,  also  considered  as  lumped  values,  the  open-circuit  voltage  and  the  impedance  at 
the  loop  terminals  may  readily  be  calculated;  and  by  applying  Thevenin’s  theorem,  the 
voltage  developed  at  the  loop  terminals  may  be  determined.  This  method  is  of  such  proved 
accuracy  that  it  is  the  basis  of  nearly  all  procedures  for  measuring  field  strength  in  the 
low-  and  medium -frequency  ranges.  In  recent  years  attempts  have  been  made  to  broaden 
the  theory  to  include  higher  frequencies  (for  example,  References  3  and  9,  which  are  solely 
in  regard  to  the  loop  impedance  and  have  explicitly  excluded  calculation  of  the  induced 
voltage  at  higher  frequencies,  and  References  10  and  11,  which  have  attempted  to  include 
both  impedance  and  induced  voltage). 

These  developments  have  been  concerned  primarily  with  the  use  of  a  loop  as  an  an¬ 
tenna  for  direction-finding,  and  further  study  is  required  to  apply  the  theory  to  a  loop  used 
as  a  probe.  The  loop  antenna  used  for  direction-finding  is  usually  tuned  to  resonance  by 
some  tuning  element,  ordinarily  a  variable  condenser.  The  loop  voltage  is  commonly  ap¬ 
plied  to  a  high-impedance  circuit,  such  as  the  grid  of  a  vacuum  tube.  The  frequency  range 
is  invariably  restricted,  in  the  order  of  3  to  1.  A  loop  probe  differs  in  that  it  is  untuned, 
is  connected  to  a  low-impedance  load  (a  transmission  line) ,  and  is  required  to  function 
over  a  very  wide  range.*  The  loop  probe  may  be  analyzed  on  the  same  basis  as  the  loop 
antenna,  provided  the  differing  conditions  are  taken  into  account.  At  higher  frequencies, 
the  circuit  constants  must  be  considered  as  distributed  rather  than  lumped  values,  and 
further  analysis  is  necessary. 

In  all  referenced  discussions  of  loop  antennas,  with  the  exception  of  References  10  and 
11,  the  loop  and  its  load  have  been  implicitly  assumed  to  be  balanced,  that  is,  both  the  loop 
and  its  load  have  been  assumed  to  be  physically  and  electrically  symmetrical  with  respect 
to  a  plane  perpendicular  to  the  plane  of  the  loop  and  passing  midway  between  its  symmetri¬ 
cally  located  terminals.  Since  practical  requirements  for  the  loop  probe  at  present  neces¬ 
sitate  use  of  a  coaxial  transmission  line,  the  loop  probe  must  be  designed  so  that  balanced 
operation  is  obtained.  The  circuits  required  to  connect  a  balanced  loop  to  an  unbalanced 
transmission  line  introduce  changes  in  both  the  open-circuit  voltage  and  loop-terminal 
impedance.  These  changes  require  study. 


♦The  range  specified  for  this  problem  as  assigned  was  0.1  to  1000  Me. 
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Although  a  number  of  circuit  arrangements  for  obtaining  balanced  operation  of  a  loop 
antenna  have  been  developed  for  low-frequency  applications,  only  one  method,  shielding, 
appears  to  be  practicable  for  the  frequencies  at  which  the  loop  probe  will  be  used.  Such  a 
shielded  loop  used  as  an  antenna  has  often  been  considered  the  same  as  an  unshielded  loop 
in  respect  to  the  voltage  induced  by  a  field.  Popular  explanation  of  its  operation  has  in¬ 
volved  the  assumption  that  an  electric  field  could  not  but  that  a  magnetic  field  could  pene¬ 
trate  the  shield  and  thereby  induce  voltage  on  the  inner  wire  of  the  loop  just  as  in  an  un¬ 
shielded  loop.  Reference  12  presents  one  such  analysis.  But  such  an  explanation  is  not 
correct  according  to  basic  electromagnetic  theory. 

An  analysis  of  shielded-loop  operation  appears  in  Reference  3,  and  an  extension  of 
this  analysis  appears  in  Reference  9.  Both  analyses  point  out  that  a  shielded  loop  is  actu¬ 
ally  a  balanced  loop  consisting  of  the  outside  shield  surface  connected  to  the  output  termi¬ 
nals  by  coaxial  line  sections,  the  latter  in  turn  consisting  of  the  leads  inside  the  shield 
and  the  inside  surfaces  of  the  shield.  Reference  9  further  converts  the  balanced  loop  to  an 
equivalent  balanced  transmission  line  section.  Reference  11  is  another  analysis  of  a 
shielded  loop  with  a  different  approach  but  reaching  the  same  general  conclusions. 

All  these  theoretical  treatments  are  for  a  shielded  loop  operating  into  a  balanced 
transmission  line.  Since  the  loop  probe  is  connected  to  a  coaxial  transmission  line,  this 
theory  must  be  further  modified.  Appendix  A  contains  a  development  of  the  theory  of  the 
impedance  of  a  shielded  loop  based  on  Reference  9  and  further  extended  to  apply  to  a  co¬ 
axial  transmission  line  load. 

As  developed  in  equation  27  of  Appendix  A,  the  input  impedance  of  such  a  loop*  is 


where  Zoi  is  the  characteristic  impedance  of  the  “handle,” 

Z02  is  the  characteristic  impedance  of  the  internal  coaxial  transmission  line 
sections , 

Zj  is  the  impedance  of  the  loop  (shield) ,  and 
B\,  &2>  anc*  #3  are  electrical  lengths  of  coaxial  line  sections. 

The  characteristic  impedances  and  the  electrical  lengths  are  affected  by  the  dielectric 
constants  of  the  insulating  material  used  to  support  the  center  conductor.  Calculation  or 
measurement  of  these  various  constants  is  almost  impossible,  and  calculation  of  the  volt¬ 
age  or  impedance  of  the  loop  based  on  these  constants  is,  at  best,  very  inaccurate. 

Another  form  of  balanced  loop  antenna  operating  into  a  coaxial  transmission  line  is 
described  in  Reference  13.  The  impedance  of  this  type  of  loop  can  readily  be  measured 
by  experimental  methods.  The  equivalent  circuit  is  developed  in  Appendix  A  (Figure  28), 
and  an  explanation  of  the  method  of  measuring  and  calculating  its  impedance  is  also  given. 
Because  of  the  circuit  complexity  of  most  loop  probes,  which  makes  calculation  or  meas¬ 
urement  of  circuit  constants  almost  impossible,  calibration  appeared  to  require  a  radio¬ 
frequency  field  having  known  characteristics.  The  voltage  developed  by  a  loop  when  located 
in  such  a  known  field  can  be  measured  and  the  calibration  determined  entirely  by  experi¬ 
mental  means.  It  is  thus  established  that  a  radio-frequency  field  of  known  intensity  is 
required  in  order  to  calibrate  a  loop  probe. 

♦The  resistance  of  the  loop  is  considered  negligible. 
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DEVELOPMENT  OF  A  STANDARD  RADIO-FREQUENCY  FIELD 

At  least  two  methods  have  proved  satisfactory  for  developing  in  the  laboratory  a  radio- 
frequency  field  with  which  to  calibrate  loop  antennas  at  low  frequencies.  It  was  necessary 
to  determine  whether  either  process  was  satisfactory  for  use  at  the  frequencies  required 
for  calibration  of  the  loop  probe.  A  variation  of  the  method  described  in  References  4  and 
5  had  been  used  in  the  preliminary  investigation  of  this  problem  at  Radiation  Laboratory. 
This  method  uses  a  single-wire  transmission  line  located  in  a  shielded  room  whose  metallic 
walls  provide  the  return  circuit  for  the  current,  thus  effectively  forming  an  “eccentric” 
transmission  line.  This  single  wire  is  supposedly  terminated  in  its  characteristic  imped¬ 
ance,  and  resulting  uniform  current  distribution  is  assumed.  Early  work  at  NRL  revealed 
that  this  method  was  unsatisfactory  at  the  frequencies  of  interest  in  this  problem.  Because 
the  effective  line  spacing  is  no  longer  small  compared  to  wavelength,  there  results  a  non- 
uniform  field  strength  which  cannot  be  calculated. 

The  method  described  in  Reference  14,  which  uses  a  loop  antenna  to  develop  the  radio¬ 
frequency  field,  was  next  investigated.  The  formulas  for  the  field  strength  of  this  method 
are  developed  in  Appendix  B,  based  on  Reference  14.  The  equation  derived  in  Reference  14 
is  not  directly  applicable  for  calibration  of  the  loop  probe,  because  of  the  mutually  incom¬ 
patible  requirements  that  the  distance  between  the  loops  must  be  small  enough  to  insure 
“near -zone”  fields,  but  that  the  distance  also  must  be  much  greater  than  the  diameter  of 
either  loop. 

To  insure  “near-zone”  fields,  the  maximum  spacing  between  the  loops  must  be  less 
than  X/27 r,  a  distance  not  much  greater  than  the  loop-probe  diameter.  Since  this  method  is 
actually  based  on  the  mutual  inductance  between  the  loops,  the  correct  equation  for  mutual 
inductance  must  be  used,  rather  than  the  approximation  of  Reference  14,  based  on  the 
assumption  that  the  mutual  inductance  varies  inversely  with  the  cube  of  the  distance.  The 
correct  equation  for  mutual  inductance  between  two  parallel,  coaxial,  single-turn  circular 
coils  is  included  in  the  development  given  in  Appendix  B.  The  resulting  formula  is  rather 
complex  and  requires  reference  to  a  table  (included  in  Appendix  B).  That  the  final  formula 
developed  in  Appendix  B  is  correct  is  proven  in  Table  1.  It  shows  that  the  loop-probe  out¬ 
put  voltage  varies  with  spacing  in  accordance  with  the  formula  which  includes  the  true 
mutual -inductance  equation. 


TABLE  1 


Loop  Spacing 
(cm) 

Loop  Voltage 
(Microvolts) 

Measured* 

Calculated  on  Basis  of 

Field  Strength  Indicated  by 

E  _  18.85  Irx2  x  10s  t 

X3 

(Eq.  50,  Appendix  B) 

E  =  31Nxl09 JfT  t 

ffr2  f  r2 
(Eq.  58,  Appendix  B) 

8.5 

30.0 

44.7 

31.2 

11.0 

16.5 

20.5 

16.2 

14.0 

8.5 

10.0 

8.5 

17.0 

5.0 

5.6 

4.9 

20.0 

3.4 

3.4 

3.1 

*  At  2  Me 
t  Tj  =  2  cm 
r2  =  4  cm 
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Although  not  explicitly  indicated  in  the  formula,  the  radiating  loop  must  also  foe  bal¬ 
anced.  Since  most  signal  generators  for  this  frequency  range  have  an  unbalanced  output, 
usually  through  a  coaxial  transmission  line,  the  design  requirements  in  respect  to  balance 

are  the  same  as  for  the  loop  probe. 

Since  the  field  strength  is  directly  proportional  to  the  current,  the  current  flowing  in 
the  radiating  loop  must  be  accurately  known.  The  maximum  current  which  signal  gener¬ 
ators  for  this  frequency  range  can  develop  in  the  radiating  loop  is  in  the  order  of  two  mil- 
liamperes.  This  current  is  limited  by  the  maximum  signal -generator  output  voltage  and 
by  the  impedance  of  both  the  signal  generator  and  the  radiating  loop.  A  milliammeter 
capable  of  indicating  this  current  yet  having  a  low  internal  resistance  did  not  appear  to  be 
available.  The  current  was  measured  by  adding  a  50-ohm  non-inductive  resistor  in  series 
with  the  loop  and  measuring  the  voltage  drop  across  the  resistor.  A  crystal,  type  1N34, 
and  a  d-c  microammeter  was  used  as  an  r-f  voltmeter.  Since  r-f  chokes  are  not  contin¬ 
uously  effective  at  all  frequencies,  one  terminal  of  the  r-f  voltmeter  must  be  grounded. 
Accordingly,  the  50-ohm  resistor  must  be  connected  between  one  conductor  of  the  loop 
and  ground.  This  connection  requires  use  of  the  conventional  type  of  balanced  loop  (Figure  2S 
of  Appendix  A)  and  prevents  use  of  the  simpler  type  described  in  Reference  13.  A  diagram  and 
construction  details  of  the  radiating  loop  assembly  and  the  current-indicating  device  are 
shown  in  Figures  1  and  2. 

In  the  formula  developed  in  Appendix  B,  it  is  assumed  that  the  current  is  of  uniform 
amplitude  around  the  circumference  of  the  loop.  This  is  known  to  be  true  only  when  the 
circumference  of  the  loop  is  small  compared  to  wavelength.  If  the  current  distribution  is 
uniform,  it  then  follows  that  the  current  flowing  in  the  loop  is  that  indicated  by  the  voltage 
drop  across  the  50-ohm  resistor.  In  an  attempt  to  achieve  uniform  current  distribution, 


CROSS-SECTION 

OF 

CURRENT  INDICATOR 


No.  16  WIRE, 
SPAGHETTI  SLEEVE 


COPPER  BRAID  OVER 
SPAGHETTI 

BRAID  SOLDERED 
TO  PLUG 

PLUG  PL-284 


ELECTRICAL  CIRCUIT 
OF 

CURRENT  INDICATOR 


Fig.  1  -  Mechanical  and  electrical  details  of  radiating  loop  and  loop  current  indicator 
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Fig.  2  -  Details  of  tubing  for  crystal  current  indicator 


the  diameter  of  the  radiating  loop  was  made  as  small  as  appeared  mechanically  practicable 
However,  since  there  is  no  way  for  positively  determining  the  current  distribution,  experi¬ 
mental  proof  of  the  field  strength  is  needed. 
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Fig.  3  -  Sample  calibration  of  1N34  crystal  used  as  R-F  voltmeter 


PROOF  OF  FIELD  STRENGTH 

Sensitive,  accurate  voltmeters  are  available  for  audio  frequencies,  but  not  for  radio 
frequencies.  Therefore,  a  large  capacity  condenser  was  temporarily  connected  across 
the  d-c  microammeter,  and  the  r-f  crystal  voltmeter  was  calibrated  at  a  frequency  of  ap¬ 
proximately  1000  cycles.  A  calibration  curve  is  shown  in  Figure  3.  It  is  difficult  to  con¬ 
firm  the  accuracy  of  calibration  at  radio  frequencies.  However,  the  reading  of  the 
microammeter  was  uniform  for  a  constant  r-f  input  at  any  frequency  below  400  Me.  This 
fact  seems  to  be  adequate  evidence  that  the  voltmeter  calibration  is  correct  for  frequencies 
below  400  Me.  Using  a  slotted-line,  the  resistor  associated  with  the  voltmeter  was  mea¬ 
sured  and  found  to  be  a  pure  resistance  of  50  ohms  at  any  frequency  below  400  Me,  It  was 
impossible  to  measure  the  effect  of  any  stray  reactances  on  the  current  indicator  after 
assembly  in  the  final  form.  Care  was  exerted  to  keep  stray  capacity  or  inductance  at  a 
minimum.  Such  effects  are  assumed  to  be  negligible. 

In  order  to  determine  whether  the  field  strength  was  constant  over  the  desired  fre¬ 
quency  range,  and  consequently  whether  the  assumption  of  substantially  uniform  current 
distribution  was  justified,  a  simple  balanced  loop  of  the  type  described  in  Reference  13 
was  constructed  from  RG-8/U  cable,  the  same  type  of  cable  used  to  connect  the  receiver 
and  the  loop.  This  cable  was  terminated  in  a  resistance  equal  to  its  characteristic  im¬ 
pedance,  and  the  equivalent  circuit  was  considered  to  be  a  simple  balanced  loop  developing 
voltage  across  a  50-ohm  load. 
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The  impedance  of  the  loop  was  measured  using  slotted-line  technique  and  the  methods 
described  in  Appendix  A.  A  curve  of  the  impedance  versus  frequency  is  shown  in  Figure 
4.  At  frequencies  below  400  Me,  the  equation  of  the  curve  is 


Z  =  j  Z0  tan0, 

where  Z0  is  a  characteristic  impedance,  and  8  is  an  electrical  length  expressed  in  degrees. 
Calculation  for  the  curve  of  Figure  4  showed  that  the  characteristic  impedance  is  183.5  ohms 
and  the  electrical  length  is  0.1648f,  where  f  is  the  frequency  in  Me.  These  values  do  not 
correspond  to  those  calculated  by  the  methods  developed  in  Appendix  A  or  Reference  9. 

The  probable  cause  of  this  discrepancy,  although  not  immediately  apparent,  is  the  prox¬ 
imity  of  the  ground  to  the  measured  loop. 


Fig.  4  -  Impedance  of  balanced  loop  probe  made  of  RG-8/U  cable 
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The  simple  loop  probe,  together  with  the  radiating  loop,  current  indicator,  and  asso¬ 
ciated  equipment,  was  set  up  as  shown  in  the  block  diagram  of  Figure  5.  Using  a  constant 
current  through  the  radiating  loop,  as  indicated  by  the  crystal  voltmeter,  the  loop  output 
voltage  was  measured  at  intervals  of  5  Me  up  to  400  Me.  Although  the  curve  of  loop  out¬ 
put  voltage  versus  frequency  showed  fluctuations,  an  average  curve  was  determined  as 
shown  in  Figure  6.  As  developed  in  Appendix  A,  equation  31,  the  loop  output  voltage  is 

hEf  R 

e  = -  x  - - -  — 

cos  (kf)°  Vr2  +  (Z0  tan  (kff  )2  , 

where  h  =  effective  height  of  loop,  meters; 

E  =  field  strength,  microvolts  per  meter; 
f  =  frequency,  Me; 


no  VOLTS 


60  ''sj 


Fig.  5  -  Block  diagram  of  setup  for  calibrating  loop  probe 
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R  =  characteristic  impedance  of  RG-8/U  cable; 

Z0  =  characteristic  impedance  of  loop  considered  as  a  transmission 
line; 

and  (kf)°  =  electrical  length  of  loop  considered  as  a  transmission  line. 

The  value  of  E,  obtained  by  solving  the  equation  after  substituting  the  known  quantities, 
Zo,  (kf f  and  R,  together  with  calculated  values  of  h  and  measured  values  of  e,  corresponds 
to  that  calculated  by  equation  58  of  Appendix  B.  This  agreement  appears  to  be  adequate 
proof  of  the  accuracy  of  the  calculated  values  of  field  strength.  Moreover,  discrepancies 
between  calculated  and  measured  values  of  loop  output  voltage  during  the  period  of  the 
investigation  were  always  traced  to  incorrect  indication  of  output  voltage  by  the  calibrating 
signal  generator,  or  to  other  errors,  rather  than  to  incorrect  values  of  field  strength. 


DETAILS  OF  CALIBRATING  SETUP 

In  addition  to  providing  the  radiating  loop  and  the  current-indicating  device,  mechan¬ 
ical  means  must  also  be  provided  for  supporting  the  radiating  loop  and  the  probe  to  be  cal¬ 
ibrated  in  a  fixed  relation  to  each  other.  Since  a  metal  mount  may  distort  the  field,  the 
mounts  must  be  made  of  insulating  material. 


Fig.  6  -  Response  of  balanced  loop 
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Fig.  7  -  Stand  for  mounting  loop  probe  and  radiating  loop  for  loop-probe  calibration 


Means  must  be  provided  for  rotating  one  loop  through  an  angle  of  at  least  ninety  de¬ 
grees  about  its  axis  of  symmetry.  If  perfect  balance  is  obtained  for  both  loops,  if  there 
are  no  extraneous  fields,  and  if  the  distance  between  the  loop  centers  is  less  than x/2tt, 
coupling  between  the  loops  will  be  zero  when  the  loop  planes  are  at  right  angles.  Conse¬ 
quently,  no  voltage  will  be  induced  in  the  loop  probe  by  the  radiating  loop.  The  field  strength 
produced  by  the  radiating  loop  is  not  known  unless  these  requirements  are  met.  The  stands 
used  to  mount  the  loop  probes  during  measurements  at  the  Naval  Research  Laboratory  are 
shown  in  Figure  7. 

The  signal  generator  or  other  source  of  radio-frequency  energy  used  to  excite  the 
radiating  loop  must  be  very  well  shielded.  Several  instruments  were  checked,  and,  of 
those  tested,  a  Measurements  Corporation  Model  80  was  found  to  be  the  only  commer  ial 
signal  generator  with  adequate  shielding,  frequency  range,  and  power  output  for  the  purpose. 
At  some  frequencies,  the  Model  80  signal  generator  develops  satisfactory  output  power 
only  when  the  output  control  is  turned  much  higher  than  the  calibrated  points.  However,  a 
calibrated  signal  generator  is  not  necessary  for  energizing  the  radiating  loop.  Any  source 
of  radio-frequency  energy  satisfactory  in  all  other  respects  may  be  used  without  an  output 
calibration. 


NAVAL  RESEARCH  LABORATORY 


13 


NAVY  RDO  HALLICRAFTERS  SX-28Q  HALLICRAFTERS  S-27 

Fig.  8  -  Internal  modifications  of  receivers  used  for  loop -probe  calibration 


Some  form  of  indicator  is  of  course  necessary  to  measure  the  loop  output  voltage. 

Since  this  voltage  is  in  the  order  of  microvolts,  the  indicator  must  be  a  sensitive  radio 
receiver  which  includes  some  means  for  indicating  the  value  of  the  r-f  voltage  applied  to 
the  input  terminals.  Receivers  used  at  NRL  included  Hallicrafters  Models  S-27  and  SX- 
28a,  and  Navy  Model  RDO.  Each  of  these  receivers  includes  a  signal-strength  meter. 

The  response  of  this  meter  is  approximately  logarithmic,  however,  and  the  scale  is  too 
compressed  to  permit  accurate  readings.  Therefore,  each  receiver  was  modified  by  add¬ 
ing  connections  internally  so  that  the  d-c  voltage  developed  across  the  load-resistance 
of  the  second-detector  diode  could  be  measured.  An  RCA  Model  165  “Voltohmyst”  was 
used  as  the  voltmeter,  but  any  other  fairly  sensitive,  high-resistance  d-c  voltmeter  would 
be  satisfactory.  The  circuit  diagrams  of  the  added  receiver  connections  are  shown  in  Fig¬ 
ure  8. 

The  receivers  used  as  loop-voltage  indicators  and  all  transmission  lines  used  in  the 
setup  must  be  well  shielded.  None  of  the  receivers  mentioned  was  completely  satisfactory 
in  this  respect.  A  physical  separation  of  approximately  ten  feet  between  the  receiver  and 
the  radiating  loop  was  necessary  in  order  to  prevent  false  indications  due  to  direct  pickup 
of  energy  by  receiver -circuit  elements.  An  RG-8/U  cable  approximately  twelve  feet  long 
was  used  to  connect  the  loop  probe  to  the  receiver  input  terminals,  and  the  shielding  pro¬ 
vided  by  this  type  of  cable  was  adequate.  The  receiver  antenna -input  terminals  were  mod¬ 
ified  by  installing  fittings  to  connect  the  coaxial  cable  to  the  receiver. 

Since  the  receiver  is  merely  used  as  an  uncalibrated  indicator,  an  accurately  calibrated 
signal  generator  is  required  to  determine  the  loop  output  voltage.  The  d-c  voltage  devel¬ 
oped  at  the  load  resistance  of  the  second  detector,  due  to  the  loop-voltage,  is  noted.  The 
loop  probe  is  disconnected  from  the  cable,  A  signal  of  the  same  frequency  is  applied  to 
the  cable  by  the  calibrated  signal  generator.  The  signal -generator  output  voltage  is  so 
adjusted  that  there  is  developed  the  same  d-c  voltage  that  had  been  obtained  with  loop- 
probe  input.  The  signal -generator  output  voltage  is  then  equivalent  to  that  developed  by 
the  loop  probe  except  that,  if  necessary,  appropriate  corrections  must  be  made  to  include 
the  effect  of  the  signal -generator  output  impedance. 
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As  shown  in  Figure  5,  a  line-voltage  regulator  was  provided  for  the  receiver  and  volt¬ 
meter  to  improve  the  stability  of  the  voltmeter  indications.  The  voltmeter  readings,  how¬ 
ever,  still  showed  unexplained  fluctuations  over  a  short  period  of  time  when  a  constant 
r-f  voltage  was  applied  to  the  receiver.  The  error  introduced  by  the  fluctuations  may  be 
reduced  by  rapid  determination  of  the  equivalent  loop  voltage  immediately  after  reading 
the  d-c  voltage  indication  due  to  the  loop-probe  voltage.  A  coaxial-line  switch  was  provided 
to  permit  rapid  switching  of  the  cable  between  the  loop  probe  and  the  calibrated  signal 
generator. 

The  presence  of  any  large  metal  surfaces  near  the  loops  will  distort  the  field  and  make 
results  unusable.  In  particular,  the  calibration  setup  will  not  operate  satisfactorily  inside 
a  shielded  room.  There  also  must  be  no  common  connections,  such  as  a  ground  plane,  be¬ 
tween  the  signal  generator  used  to  energize  the  radiating  loop  and  the  receiver  used  as  an 
indicator . 


METHOD  OF  CALIBRATION 

The  procedure  for  calibrating  a  loop  probe  can  now  be  summarized.  The  radiating  - 
loop,  mounted  on  the  crystal  current-indicating  device,  and  the  loop  probe  are  mounted  in 
their  support  mechanisms  and  located  so  that  (1)  the  loops  are  concentric  about  a  common 
axis  and  (2)  the  planes  of  the  loops  are  parallel.  They  are  spaced  a  distance  apart  less 
than  x/2ir,  where  X  is  the  wavelength  of  the  highest  frequency  to  be  used  in  calibration. 

This  distance  was  normally  in  the  order  of  10  centimeters,  satisfactory  for  any  frequency 
below  478  Me.  The  field  strength,  for  the  selected  combination  of  loop  dimensions,  spac¬ 
ing,  and  current  through  the  radiating  loop,  is  calculated  from  the  formula  of  Appendix  B. 

Before  calibration  is  begun,  the  setup  is  checked  for  balance  and  for  any  extraneous 
fields.  This  check  is  made  at  a  high  frequency  since  the  effects  of  improper  shielding  and 
unbalance  increase  with  frequency.  The  radiating  loop  is  energized  at  approximately  the 
highest  frequency  to  be  used  in  calibration.  The  receiver  connected  to  the  loop  probe  is 
tuned  to  the  same  frequency,  as  indicated  by  a  maximum  reading  of  the  voltmeter  associ¬ 
ated  with  the  receiver.  One  of  the  loops  is  now  rotated  about  its  own  axis  of  symmetry  so 
that  its  plane  is  at  right  angles  to  the  plane  of  the  other  loop.  Jf,  under  this  condition,  the 
receiver  indicates  absence  of  voltage  output  from  the  probe,  the  setup  is  satisfactory  with 
respect  to  balance,  shielding,  spacing,  and  spurious  fields. 

After  the  setup  is  found  to  be  suitable,  the  loops  are  returned  to  the  position  for  cali¬ 
bration,  and  a  known  field  strength  is  established  by  the  radiating  loop.  The  reading  of 
the  receiver  voltmeter  is  noted,  and  the  loop  probe  is  disconnected  from  the  cable.  Re¬ 
placing  the  loop  probe,  a  signal  generator  is  connected  to  the  cable  and  tuned  to  exactly 
the  same  frequency  as  the  receiver.  The  output  voltage  of  the  signal  generator  is  then 
adjusted  until  the  same  reading  is  obtained  on  the  receiver -voltmeter  as  that  resulting 
from  the  loop  output.  The  output  voltage  indicated  by  the  signal  generator  is  then  the  same 
as  the  loop  output  voltage,  provided  the  internal  impedance  of  the  signal  generator  can  be 
neglected.  If  this  impedance  is  not  negligible,  suitable  corrections  must  be  made.  Details 
of  the  correction  depend  on  the  type  of  signal -generator  used.  The  Model  80  signal  gen¬ 
erator  is  calibrated  in  terms  of  voltage  across  a  50-ohm  load,  and  no  correction  is  neces¬ 
sary  when  an  RG-8/U  cable,  terminated  in  its  characteristic  impedance,  is  used  to  connect 
the  loop  probe  to  the  receiver. 

This  procedure  is  repeated,  at  intervals  of  approximately  five  megacycles,  over  the 
frequency  range  for  which  loop-probe  calibration  is  desired.  The  calibration  factor  for 
the  loop  probe  is  then  determined  at  each  frequency  as  the  quotient  resulting  from  dividing 
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the  field  strength  by  the  loop-probe  output  voltage.  A  curve  erf  the  calibration  factor  ver¬ 
sus  frequency  is  plotted,  and  a  smooth  average  curve  is  determined. 


DESCRIPTION  OF  LOOP  PROBES 

The  different  types  of  loop  probes  studied  are  shown  in  Figure  9.  There  are  several 
variations  in  details  of  construction.  The  single -turn  loops  submitted  by  the  Signal  Corps 
Engineering  Laboratory  (Figure  9A)  used  ceramic  beads  to  support  the  inner  conductor 
and  to  space  it  approximately  uniformly  in  the  center  of  the  loop  shield.  The  inner  diam¬ 
eters  of  the  “handle”  and  of  the  loop  shield  also  differed.  Another  loop  (Figure  9B)  sub¬ 
mitted  by  SCEL,  had  the  same  dimensions  as  the  single-turn  loop  of  Figure  9A  but  had  six 
turns  forming  the  loop  and  did  not  use  ceramic  beads  as  spacers. 


.01 "  GAP  - 


6  TURNS 

No.  26  D.C.C.  WIRE 

NO  BEADS 

ALL  OTHER  DIMENSIONS 
SAME  AS  FIG.  9 A 


Fig.  9A  -  Submitted  by  Signal  Corps 
Engineering  Laboratory 


Fig.  9B  -  Submitted  by  Signal  Corps 
Engineering  Laboratory 


Fig.  9C  -  Made  at  Naval  Air 
Materiel  Center 


RG-8/U 

CABLE 


Fig.  9F  -  Made  at  NRL 


Fig.  9  -  Cross-sectional  drawings  of  specimen  loop  probes  calibrated 


The  Naval  Air  Materiel  Center  loop  (Figure  9C)  used  two  turns  of  insulated  wire  run 
loosely  through  the  handle  and  inside  the  loop  shield  but  included  no  means  for  centering 
the  inner  conductors  or  maintaining  them  in  a  fixed  position.  The  AN-3065  loop  probe 
(Figure  9D)  differs  from  all  others  investigated  in  that  it  uses  a  two-wire  transmission 
line  enclosed  in  a  shield  to  connect  the  loop  to  the  receiver.  The  AN-3065  loop  is  simi¬ 
lar  internally  to  the  NAMC  loop. 
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Two  other  types  of  loops  (Figures  9E  and  9F)  were  constructed  from  RG-8/U  cable. 
These  loops  have  an  inner  conductor  supported  by  a  semi -solid  dielectric  material  and 
are  classed  as  single-turn  loops.  At  various  times  during  the  investigation  numerous  other 
loop  probes,  differing  slightly  in  some  detail  (such  as  diameter  of  tube,  size  of  inner  con¬ 
ductor,  or  length  of  handle)  were  constructed,  but  preliminary  investigation  did  not  justify 
detailed  measurements  of  these  modified  loops,  and  no  results  are  reported. 


RESULTS  OF  CALIBRATIONS 

Curves  of  the  calibration  factor  “K”  for  each  type  of  loop  probe  are  shown  in  Figures 
10  through  15.  Figure  16  is  a  curve  of  the  calibration  factor  of  a  three-turn  loop  not  shown 
in  the  drawings.  Also  included  is  Figure  17  which  shows  the  measured  output  voltage  of 
each  loop,  corrected  for  a  standard  field  of  100,000  microvolts  per  meter. 

As  shown  in  Figure  13,  the  AN-3065  loop  probe,  studied  first  as  requested  by  Refer¬ 
ence  1,  was  calibrated  at  frequencies  below  18  Me  only.  This  loop  has  a  permanently  at¬ 
tached  transmission  line.  The  loop  terminals  are  not  accessible  to  permit  measurement 
of  the  loop  voltage.  The  transmission  line  consists  of  two  insulated  wires  twisted  loosely 
together  and  enclosed,  without  any  supports,  in  a  flexible  shield  whose  inside  diameter  is 
much  larger  than  the  wire  diameter.  This  cable  has  no  definite  characteristic  impedance, 
since  there  is  no  fixed  geometric  relation  either  between  the  two  wires  or  between  the 
twisted  wires  and  the  shield.  The  output  voltage  used  to  determine  values  shown  in  Figure 
13  is  the  voltage  developed  across  the  receiver -antenna  input  terminals,  and  the  curve  ex¬ 
hibits  the  variations  with  frequency  to  be  expected  with  an  improperly  terminated  trans¬ 
mission  line.  This  curve  cannot  be  duplicated  consistently  since  bending  the  flexible  shield 
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Fig.  11  -  Calibration  of  loop  probe  shown  in  Figure  9B 


Fig.  12  -  Calibration  of  loop  probe  shown  in  Figure  9C 
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Fig.  13  -  Calibration  of  AN-3065  loop  probe  (Figure  9D) 
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Fig.  14  -  Calibration  of  loop  probe  shown  in  Figure  9E 
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FIG.  9A 
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Fig.  17  -  Output  voltage  of  loop  probes  in  field  of  100,000m  v/meter 
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changes  the  characteristics  of  the  transmission  line,  and  another  calibration  will  give  a 
different  curve.  Several  attempts  were  made  to  provide  proper  termination  for  the  line 
by  resistance  pads,  but,  as  is  to  be  expected  in  view  of  the  indefinite  characteristic  im¬ 
pedance,  almost  no  success  was  attained.  This  loop  was  considered  unsatisfactory  because 
of  the  inconsistent  calibration  and  because  of  the  large  variations  in  output  voltage.  No 
attempt  was  made  to  calibrate  it  at  higher  frequencies. 


COMMENTS  ON  LOOP -CALIBRATION  RESULTS 

It  will  be  noted  that  single -turn  loops  had  better  sensitivity  than  multi-turn  loops  at 
corresponding  frequencies  above  38  megacycles.  Loops  of  more  than  one  turn  also  show 
great  variation  of  response  with  frequency,  while  single-turn  loops  exhibit  a  response 
which,  within  the  range  of  calibration,  increases  steadily  (though  not  uniformly)  with  fre¬ 
quency.  Of  thq  single-turn  loops,  the  simple  balanced  loop  (as  shown  in  Figure  9F  and  in 
Appendix  A,  Figure  31)  appears  to  have  the  best  combination  of  sensitivity  and  uniformity 
of  response. 

The  better  sensitivity  of  a  single-turn  loop  as  compared  to  a  multi-turn  loop,  when 
operating  into  the  low  load  impedance  of  a  terminated  transmission  line,  is  explained  in 
Appendix  A.  Analysis  of  the  equivalent  circuit  reveals  that,  at  frequencies  where  the  loop 
diameter  is  very  small  compared  to  wavelength ,  the  output  voltage  across  a  low  impedance 
load  is  directly  proportional  to  the  induced  voltage  and  inversely  proportional  to  the  sum 
of  the  impedance  of  the  loop  and  the  load.  The  induced  voltage  is  proportional  to  the  area 
of  the  loop  and  to  the  number  of  turns.  The  inductance  of  the  loop  is  approximately  propor¬ 
tional  to  the  square  of  the  number  of  turns  and  to  the  area.  Obviously,  at  a  given  frequency, 
the  greatest  value  of  induced  voltage  for  the  lowest  impedance  is  obtained  with  a  one -turn 
loop.  However,  since  both  induced  voltage  and  loop  impedance  are  proportional  to  fre¬ 
quency,  there  is  a  critical  frequency  for  each  number  of  turns,  below  which  a  multi-turn 
loop  will  develop  more  output  voltage  than  a  loop  having  a  smaller  number  of  turns.  This 
critical  frequency  is  lower  than  38  Me  for  any  loop  having  more  than  one  turn  of  the  ap¬ 
proximate  diameter  of  the  loops  studied  in  this  problem. 

The  points  of  minimum  and  maximum  response  which  occurred  with  multi-turn,  bal¬ 
anced,  shielded  loops  can  be  accounted  for  by  considering  each  internal  coaxial -transmission  - 
line  section  as  having  a  total  length  equal  to  one -half  the  loop  circumference,  multiplied 
by  the  number  of  turns ,  and  including  this  length  in  the  analysis  of  loop  input  impedance 
as  developed  in  Appendix  A  for  single-turn,  balanced,  shielded  loops.  It  can  be  assumed 
that  a  single-turn  loop  would  exhibit  similar  deviations  from  a  smooth  response  curve  at 
higher  frequencies,  but  experimental  proof  of  this  has  not  been  established  because  of  the 
frequency  limitations  of  this  method  of  developing  a  known  radio-frequency  field.  Even  the 
simple  loop  shown  in  Figure  9F  will  probably  display  such  a  characteristic,  since  the  loop 
itself  acts  as  a  transmission  line. 


EFFECT  OF  TERMINATING  RESISTANCE 

The  receivers  used  as  voltage  indicators  do  not  have  an  antenna  input  resistance  of 
50  ohms  at  all  frequencies.  Unless  the  cable  from  the  loop  to  the  receiver  is  properly  ter¬ 
minated  at  the  receiver  by  a  pure  resistance  equal  to  the  characteristic  impedance  of  the 
cable,  the  load  as  seen  by  the  loop  will  vary  and  will,  in  addition,  contain  a  reactive  com¬ 
ponent.  The  curve  of  calibration  factor  versus  frequency  will  show  points  of  minimum 
and  maximum  values  rather  than  the  smooth,  steady  increase  with  frequency  which  should 
be  obtained.  But  this  effect  is  different  from  the  variations  due  to  multi-turn  loops 
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discussed  previously.  The  amount  of  variation  is  not  as  great,  while  the  frequencies  of 
the  minimum  and  maximum  values  are  much  closer  together. 

The  amount  of  error  thus  introduced  depends  on  the  degree  of  variation  of  the  termin¬ 
ating  resistance  from  the  proper  value.  The  error  is  further  increased  if  the  terminating 
impedance  contains  a  reactance.  An  attenuator  network  inserted  between  the  cable  and 
the  receiver  input  terminals  will  reduce  this  termination  error.  Selection  of  impedance 
and  attenuation  ratios  for  this  network  requires  a  compromise  since  the  maximum  sen¬ 
sitivity  of  the  loop  is  also  reduced.  Enough  attenuation  must  be  provided  to  reduce  the 
effect  of  the  varying  receiver  input  impedance  to  a  negligible  value.  Yet  in  order  to  re¬ 
duce  the  loop  sensitivity  as  little  as  possible,  no  more  than  the  required  minimum  atten¬ 
uation  should  be  used.  For  the  experimental  results  obtained  in  this  problem,  an  “L” 
network  was  employed.  This  network,  furnished  by  SCEL  and  designated  CU-152/URM, 
introduces  a  minimum  attenuation  of  20  db.  A  diagram  of  this  unit  is  shown  in  Figure  18. 
The  impedance  as  seen  by  the  cable  should  be  between  45  and  50  ohms,  regardless  of  the 
input  impedance  of  the  receiver.  But  it  is  not  this  value  since  the  resistance  values  of  the 
network  vary  with  frequency,  and  some  reactance  is  also  present.  Consequently,  perfect 
termination  is  not  achieved.  Figure  19  shows  a  curve  of  the  cable  input  impedance  at  the 
loop  end  of  the  cable  calculated  from  measured  values  of  the  attenuator  impedance.  In¬ 
cluded  are  a  few  measured  points. 

A  pure  resistive  network  providing  less  attenuation  will  result  in  better  loop  sensiti¬ 
vity,  yet  should  not  produce  intolerable  variations  in  the  cable  input  impedance.  It  can 
readily  be  shown  that  the  standing-wave  ratio  on  an  RG-8/U  cable  will  not  exceed  1.5  to  1 
if  the  terminating  resistance  remains  within  the  limits  of  33.3  to  75  ohms.  An  “L”  network 
designed  to  provide  a  6-db  voltage  attenuation  between  a  50-ohm  source  and  a  50-ohm  load 
conforms  to  this  requirement  if  the  receiver  input  impedance  is  never  less  than  10  ohms. 
Such  a  pad  is  also  shown  in  Figure  18. 


CONCLUSIONS 

A  satisfactory  method  has  been  developed  for  calibrating  small,  shielded,  loop  probes 
at  frequencies  below  approximately  400  megacycles.  The  calibration  is  in  such  terms  that 
the  probe  may  be  used  for  repeatable,  reasonably  accurate  measurements  of  interference 
fields,  with  results  expressed  in  absolute  terms  of  microvolts  per  meter. 

A  theoretical  analysis  has  been  made  of  the  small  loop  probe  operating  into  a  low- 
impedance  coaxial  transmission  line.  Experimental  results  indicate  a  lower  loop  input 
impedance  than  predicted  by  theory,  and  an  explanation  for  the  discrepancy  is  not  apparent. 

A  simplified  loop  probe  has  been  studied  and  found  to  be  the  most  satisfactory  consid¬ 
ering  uniformity  of  sensitivity,  repeatability  and  ease  of  calibration,  and  mechanical  sim¬ 
plicity  and  ease  of  construction. 

A  loop  probe  approximately  three  inches  in  diameter  has  a  maximum  usable  frequency 
limit  of  about  400  megacycles,  both  because  of  its  response  characteristics  and  because  of 
calibration  limitations. 

Differences  in  the  characteristic  impedance  of  various  sections  of  the  loop  probe  are 
the  principle  sources  of  variations  in  the  loop  response.  Improper  cable -terminating  im¬ 
pedance  also  produces  variations.  Both  effects  can  be  reduced  by  proper  design. 
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REC  OMMENDA  TIONS 

The  simplified  loop  probe,  of  the  type  shown  in  Figure  9F,  is  recommended  as  the 
preferable  one  to  be  used  for  measuring  radio-interference  fields  at  frequencies  between 
38  and  400  megacycles.  The  diameter  of  the  loop  should  be  approximately  three  inches. 
The  characteristic  impedance  of  the  internal  section  of  the  loop  and  the  handle  should  be 
52  ohms  in  order  to  match  the  impedance  of  RG-8/U  cable.  Velocity  of  propagation  of 
each  section  should  also  be  identical. 

The  method  of  calibration  of  loop  probes  described  in  this  report  is  recommended  for 
use  over  the  frequency  range  of  38  to  400  megacycles. 

A  loop  probe  is  not  recommended  for  absolute  measurements  at  frequencies  above 
400  megacycles.  Therefore,  a  study  is  recommended  of  other  types  of  probe  pickup  de¬ 
vices  for  use  at  higher  frequencies. 

It  is  recommended  that  there  be  established  for  radio-interference  fields  around 
electronic  equipment,  limits  of  maximum  permissible  field  strength  which  can  be  corre¬ 
lated  with  the  loop  calibration  factor  and  with  sensitivity  of  associated  indicating  instru¬ 
ments  to  permit  measurements  of  radio-interference  fields  on  a  “go-no  go”  basis. 


*  *  * 


APPENDIX  A 


EQUATIONS  FOR  IMPEDANCE  AND  VOLTAGE  OF  A  LOOP  PROBE 


At  any  frequency  the  voltage  developed  across  a  load  impedance  by  a  loop  antenna  lo¬ 
cated  in  an  electromagnetic  field  may  be  calculated  from  Thevenin’s  Theorem.  The  equiva¬ 
lent  circuit  is  shown  in  Figure  20. 


Figure  20 


The  equation  for  this  circuit  is 


eL 


Zg  +  ZL 


(1) 


where  A- A  indicates  the  loop  terminals, 

Zl  =  the  load  impedance, 

Zg  =  the  impedance  looking  toward  the  left  of  A-A,  or  the  impedance  which  would 
be  measured  at  terminals  A-A  when  load  impedance  is  disconnected  and 
all  sources  of  voltage  are  shorted, 
e^  =  the  voltage  developed  across  the  load  impedance,  and 
eg  =  the  voltage  developed  across  terminals  A-A  when  the  load  impedance  is 
disconnected. 

The  load  impedance  is  usually  known  or  can  readily  be  measured.  The  values  of  e„  and 
Zg  must  be  determined  by  measurement  or  calculated  from  the  equivalent  circuit  of  the 
loop. 

At  low  frequencies,  where  the  dimensions  of  the  loop  are  extremely  small  compared 
to  the  wavelength  of  the  electromagnetic  field,  the  loop  capacity,  inductance,  and  resistance 
can  be  considered  as  lumped  values,  though  actually  distributed  constants.  The  equivalent 
circuit  for  calculating  eg  is  shown  in  Figure  21. 
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On  substituting  equation  (5)  in  equation  (4),  for  a  square  loop, 
e  =  2Na^)  E  , 
or,  for  a  circular  loop, 


e  =  2Nr 


E 


Since  A=nr2, 


E 


2itNAE 

e  - - . 

X 

Since  X  =  >  where  f  =  frequency  of  the  field,  Me, 

2irf  ANE 

e  =  -  . 

300 


(6) 

(7) 

(8) 

0) 


The  equivalent  circuit  for  calculating  loop  impedance  is  shown  in  Figure  22. 


The  equation  for  loop  impedance  is 


R  +  jw  [L(l  -  w2LC)  -  CR2] 
(l-w2LCf  +  w2  C2  R2 


(10) 


where 


Zg  =  loop  impedance; 

L6  =  inductance  of  the  loop,  henries; 

C  =  capacity  of  the  loop,  farads; 

R  =  resistance  of  the  loop,  ohms;  and 
w  =  27t f  where  f  =  frequency,  cycles. 


For  use  in  direction-finding,  the  loop  antenna  is  usually  tuned  to  resonance  with  an 
external  condenser  which  is  effectively  in  parallel  with  C.  At  resonance, 


XC  =  XL  - 
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where 


X(j  =  capacitive  reactance  =  l/(2rrfC),  and 
Xl  =  inductive  reactance  =  2rrf  L. 


Equation  (2)  then  becomes 


e 


g 


eXL 

R 


By  definition, 


=  Q. 


Therefore 


eg  =  eQ. 


Loop  impedance,  at  resonance,  is 


Zg  =xL,/i+- 


R2 


=  XL  V\  +  Q2. 


Loop  output  voltage,  across  a  load  impedance,  is 

ZL 


eL  =  eQ 


If 


xL  Vi  +  q2  +  zL 

Q  >  10,  then  Vl  +  Q2  £  Q. 


Then  loop  output  voltage,  across  a  load  impedance,  is 

eQZL 

=  XL  Q  +  ZL  ' 


(11) 


(12) 


(13) 


(14) 

(15) 


(16) 


In  many  cases,  Z^»XLQ, 

and  then  eL^eQ.  (17) 


It  is  implicit  in  all  these  formulas  that  the  loop  is  balanced  and  that  the  load  is  also 
balanced.  Unbalance  changes  both  the  induced  voltage  and  the  loop  input  impedance  in  such 
a  manner  that  calculation  of  these  quantities  is  impracticable,  if  not  impossible. 

The  loop  probe  is,  of  course,  identical  with  the  loop  antenna  insofar  as  the  loop  only 
is  concerned,  but  the  loop  probe  must  be  attached  to  a  transmission  line.  If  this  trans¬ 
mission  line  is  balanced,  the  derived  equations  for  a  loop  operating  into  a  balanced  load 
will  still  apply.  Practical  requirements,  however,  necessitate  use  of  a  coaxial  transmission 
line  which  is  unbalanced.  Circuit  arrangements  must  be  devised  which  will  permit  attach¬ 
ing  this  unbalanced  load  to  the  loop  without  unbalancing  the  loop.  The  equivalent  circuits 
for  calculating  eg  and  Z  must  then  be  derived. 
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In  addition,  the  foregoing  derivations  have  been  based  on  a  circuit  composed  of  lumped 
constants.  At  higher  frequencies,  where  loop  dimensions  approach  an  appreciable  part  of 
a  wavelength,  the  use  of  lumped  values  is  no  longer  permissible,  and  the  effect  of  distri¬ 
buted  constants  must  be  taken  into  account. 

Obtaining  balanced  operation  for  the  loop  probe  requires  use  of  shielding.  Hence,  a 
shielded  loop  must  be  evolved  and  the  equations  for  use  of  this  type  of  loop  with  a  coaxial 
transmission  line  must  be  derived.  To  simplify,  a  single-turn  loop  is  the  only  form  con¬ 
sidered. 


o  Figure  23 


Figure  23  is  a  cross-sectional  drawing  of  a  balanced,  shielded,  single-turn  loop  con¬ 
nected  to  a  two-wire,  shielded,  balanced  transmission  line.  The  following  assumptions  are 
made: 

1.  Shield  is  of  high-conductivity  metal,  such  as  copper  or  aluminum. 

2.  Shield  thickness  is  much  greater  than  depth  of  penetration  so  that  current  on  out¬ 
side  shield  surface  does  not  penetrate  through  the  shield. 

3.  Loop  is  physically  and  electrically  symmetrical  about  axis  0-0. 

4.  Width  of  gap  is  very  small  but  capacity  across  gap  is  negligible. 

5.  Series  resistance  and  shunt  conductance  are  negligible. 

The  equivalent  circuit  can  be  derived  by  an  analysis  of  the  instantaneous  current  flow. 

The  letters  A,  B,  C,  D,  etc.  shown  on  the  drawing  designate  the  points  shown  as  dots. 
The  arrows  associated  with  the  various  currents  indicate  the  instantaneous  direction  of 
flow  of  current  at  the  designated  points. 

A  number  of  current  relationships  may  be  shown  to  exist.  First, 

based  on  the  assumed  condition  of  a  balanced  transmission  line .  There  is  no  current 
flowing  on  the  inside  surface  of  the  shield  around  a  balanced  line. 
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Second,  the  inner  conductor  from  A  to  C,  together  with  the  inside  surfaces  of  the 
shield,  obviously  forms  a  coaxial  transmission  line.  The  same  is  true  from  B  to  C.  Since 
this  is  true, 

Is  =  I4, 

where  I  4is  the  current  on  the  inner  surface  of  the  shield.  This  current,  of  course,  is 
distributed  around  the  entire  inner  circumference  of  the  shield. 

Also 

Is  =  I., 


for  the  same  reason. 

Next 

I7  -  I8. 

Since  C  is  a  point,  obviously  the  current  entering  the  point  is  the  same  as  that  leaving  the 
point. 

Then 

It  =  Is 


for  the  same  reasons  that  1 3  =  I4. 

Further, 

1 11  =  1 9* 

I  u  is  the  current  flowing  on  the  outside  surface  of  the  shield,  while  I9  is  that  on  the  inside 
surface  of  the  shield.  Since  D  is  a  point  on  the  gap  in  the  shielding,  obviously  current 
entering  a  point  is  equal  to  current  leaving  the  same  point. 

Then, 

I  =  I 

1  10  11Z 


for  the  same  reasons  that  I41  =  Ig. 

Since 

I9  =  It, 

1 7  =  1 8,  and 

I  8  =  IlO, 

then 

I9  "  IlO" 

Also 

Ill  =  Il2> 

since 

In  = 

and 

1 9  _  I10  • 

From  this  analysis,  it  is  apparent  that  the  current  flowing  on  the  outside  shield  surface  is 
unity-coupled,  at  the  gap,  to  the  inside  surface,  resulting  in  current  flow  on  the  coaxial 
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transmission  lines.  The  latter,  in  turn,  produces  current  flow  on  the  balanced  trans¬ 
mission  line  used  to  connect  the  loop  to  a  load  at  some  distant  point.  The  equivalent 
circuit,  considering  points  A  and  B  as  the  “loop”  terminals,  is  shown  in  Figure  24.  Input 
impedance  at  terminals  A-B  is  that  of  the  “twin-coaxial”  type  of  balanced  transmission 
line,  terminated  in  the  impedance  of  a  loop  formed  by  the  outside  shield  surfaces. 

A  cross-sectional  drawing  of  a  balanced  shielded  loop  connected  to  a  coaxial  trans¬ 
mission  line  is  shown  in  Figure  25.  Here  the  equivalent  circuit  is  the  same  as  that  of 
the  balanced  loop  operating  into  a  balanced  transmission  line,  as  shown  in  Figure  24, 
except  that  a  short  is  connected  from  B  to  G.  The  equivalent  circuit  is  shown  in  Figure  26. 

The  input  impedance  at  terminals  A-G  is  that  of  a  coaxial  line  terminated  in  a  load 
impedance.  The  load  impedance  consists  of  the  loop-shield  impedance  in  series  with  the 
input  impedance  of  another  section  of  coaxial  line  shorted  at  B-G. 

It  is  apparent  that  the  transmission  line  section  between  D  and  G  merely  increases 
the  impedance  of  the  loop,  as  seen  from  the  loop  terminals  A-G.  Since  the  transmission 
line  is  shielded,  it  can  contribute  nothing  toward  the  voltage  developed  at  A-G.  A  lower 
loop  impedance  will  result  if  the  extra  section  is  eliminated,  as  shown  in  Figure  27. 

Since  the  section  of  line  from  C  to  B  is  shorted  at  both  ends,  the  center  lead,  C-B, 
is  effectively  removed,  and  the  equivalent  circuit  becomes  that  shown  in  Figure  28.  This 
loop  differs  from  a  simple  open  loop  at  the  end  of  a  coaxial  line  in  that  it  is  balanced. 

Evaluation  of  the  input  impedance  of  this  loop  is  simple,  since  it  is  merely  a  section 
of  coaxial  line  terminated  in  the  loop-shield  impedance.  At  low  frequencies,  the  loop 
shield  may  be  considered  as  a  pure  inductance.  The  input  impedance  at  terminals  A-G 
is  then 

x 

Z  =  j  ZQ  tan  (o  +  arc  tan  — — • V  (18) 

where  Z0  =  the  characteristic  impedance  of  the  coaxial  line, 

8  =  the  electrical  length  of  the  coaxial  line,  and 
=  the  inductive  reactance  of  the  loop. 


d  =  OUTSIDE  DIAMETER 


0 


Figure  27 


Figure  28 
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From  basic  transmission-line  equations, 


Z0  =  138  1ogio—  ,  (19) 

3. 

where  d'  and  a  are  dimensions  shown  in  Figure  27.  The  electrical  length  is  calculated 
from 


e 


where 

2 


r 

Inductive  reactance  is  calculated  from 

XL=27rfL,  (21) 

where  f  =  frequency  in  Me,  and 

L  =  inductance  of  loop  in  microhenries. 

At  higher  frequencies,  the  loop  shield  can  no  longer  be  considered  as  a  pure  inductance 
but  must  be  considered  as  a  nonuniform  transmission  line.  Redrawing  the  loop  only,  as 
shown  in  Figure  29,  the  following  simplifying  assumptions  ard  made  to  determine  the 
equivalent  circuit: 


—  — o 


Figure  29 

1.  The  loop  is  a  nonuniform  transmission  line,  shorted  at  point  F; 

2.  The  loop  is  equivalent  to  a  uniform,  two-wire,  balanced  transmission  line  having 
the  same  area  as  the  loop  and  having  a  length  equal  to  half  the  loop  circumference 
(the  equivalent  line  spacing  is  then  obtained  by  dividing  the  area  of  the  loop  by  the 
equivalent  length.  This,  in  the  case  of  a  circular  loop,  reduces  to  the  radius  of  the 
loop,  r.); 

3.  The  diameter  of  the  conductors  of  the  equivalent  transmission  line  is  the  same  as 
the  outer  diameter  of  the  loop  shield,  d; 

4.  The  characteristic  impedance  may  then  be  calculated  from 


Hi) 


(20) 


X  300 

it  r,  and 


=  radius  of  the  loop. 
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ZQ  =  120  cosh'1  -7 
a 


(22) 


S  276  log  ;  (23) 

10  <j 

5.  The  input  impedance  may  then  be  calculated  from  the  formula  for  the  input  im¬ 
pedance  of  a  shorted  transmission  line, 


Z  =  j  ZQ  tan  9  , 


(24) 


where  Z0  is  the  characteristic  impedance  calculated  from  equation  (22)  or  (23),  and  9  is 
the  equivalent  electrical  length  of  the  line,  which  is  calculated  from 


9 


(radians)  =  =  l?!*) 


(25) 


300 


or 


8  (degrees)  = 


360° (Ifr)  _  360 f 

_ \  2/  ~  - - *  ■  —  > 


(26) 


300 


where  p  =  perimeter  of  the  loop  in  meters, 

X  =  wavelength  in  meters,  and 
f  *  frequency  in  Me. 

All  the  equivalent  circuits  developed  have  been  circuits  for  calculating  the  impedance 
at  the  loop  terminals.  However,  all  loop  probes  include,  as  a  “handle,”  another  length  of 
coaxial  transmission  line  connecting  the  loop  terminals  to  a  plug  which  is  used  to  connect 
the  probe  to  a  coaxial  cable.  The  equivalent  circuit  for  the  type  of  loop  shown  in  Figure 
25,  with  the  added  cable  forming  the  “handle,”  is  shown  in  Figure  30. 


Figure  30 

Designating  the  loop  impedance  as  Zj,  the  input  impedance  is 


Zin  =  j  Z  tan  (ft  +  arc  tan 


Z02  tanu?2  +  arc  tan 


(  Zi  +  Z  tan0 

\  02  3 


(27) 
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where  Z  and  Z02  =  characteristic  impedances  of  the  coaxial  line  sections  shown 

in  Figure  30,  and 

6,8,  and#  =  electrical  lengths  of  the  sections. 

1  2  3 

Figure  31  shows  the  equivalent  circuit  of  the  type  of  loop  shown  in  Figure  27,  with  the 
added  “handle.” 


The  input  impedance  of  this  loop  is  calculated  from 


zin  =  1  Z01  tan 


9  +  arc  tan 


Z  tan  9  +  arc  tan 
02  V  2 


01 


(28) 


where  the  symbols  have  the  same  meaning  as  defined  for  equation  (27). 

It  is  apparent  that  either  loop  would  be  simplified  if  the  characteristic  impedance  of 
the  “handle”  section,  Zw ,  were  the  same  as  the  characteristic  impedance  of  the  “internal” 
coaxial  transmission-line  section,  Zr  In  the  case  of  the  simpler  loop  shown  in  Figure  31, 
if  Z01=  Z02 ,  and  if  the  characteristic  impedance  of  the  coaxial  cable  used  to  connect  the 
loop  probe  to  the  indicator  is  also  equal  to  Z01 ,  the  equivalent  loop  circuit  will  become 
that  of  a  simple  loop  on  the  end  of  a  coaxial  transmission  line  of  characteristic  impedance 
Z01.  If  the  cable  is  terminated,  at  the  receiver-indicator  in  a  resistance  R  =  Z0l,  the  equi¬ 
valent  circuit  becomes  simply  a  loop  connected  to  a  resistor  as  shown  in  Figure  32. 


When  the  loop  is  considered  as  an  equivalent  uniform  transmission  line,  the  equivalent 
circuit  is  as  shown  in  Figure  33. 
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Figure  33 


The  equivalent  characteristic  impedance,  designated  Z0  ,  is  calculated  from  equation 

(22)  or  (23).  The  equivalent  loop  impedance,  designated  Zj,  is  calculated  from  equation 
(24).  By  substituting  Zj  for  Zgand  R  for  Zj^  in  equation  (1),  the  following  equation  for  the 
loop  output  voltage  is  obtained? 


eL  =  es 


R 


=  en 


V 


R2  +  ZT2 


R 


/  R‘+(z0a!tan«j 


2 


(29) 


It  is  further  assumed  that  the  induced  voltage,  e,  can  be  considered  as  a  lumped  vol¬ 
tage  located  in  the  zero-impedance  short  circuit,  as  shown  in  Figure  34. 


Figure  34 


Since  the  loop  is  considered  equivalent  to  a  transmission  line  in  impedance,  the  open- 
circuit  voltage  at  the  loop  terminals  must  also  conform  to  that  of  a  transmission  line. Vol¬ 
tage  eg  therefore  is  inversely  proportional  to  the  cosine  of  the  equivalent  length  of  the  loop, 
as  shown  in  the  equation, 


eg 


e 

cos  9  ’ 


(30) 


where  eg  =  the  open-circuit  voltage  of  the  loop, 

e  =  the  voltage  induced  in  the  loop  by  the 
electromagnetic  field,  and 
6  =  the  equivalent  electrical  length  of  the  loop. 

The  complete  equation  for  the  loop  output  voltage  developed  across  a  load  resistor  is 

eL=(cose)  (kr>  +  (Z0eq  tan  0  J2  ) 
where  e  is  calculated  from  equation  (9). 
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If 


h  = 


2ttAN 
300  ’ 


equation  (9)  becomes  e=  hEf.  (32) 

Equation  31  is  based  on  three  assumptions,  namely: 

1.  That  the  loop  can  be  considered  as  equivalent  to  a  balanced,  uniform  transmission 
line; 

2.  That  the  voltage  induced  in  a  loop  by  an  electromagnetic  field  is,  at  all  frequencies 
of  interest  in  this  problem,  proportional  to  the  frequency,  to  the  area  and  number  of 
turns  of  the  loop,  and  to  the  field  strength;  and 

3.  That  the  induced  voltage  can  be  considered  as  lumped  in  the  zero  impedance  short- 
circuit  of  the  equivalent  transmission  line. 

Experimental  proof  of  the  correctness  of  these  assumptions  is  necessary.  The  first 
assumption  appears  to  offer  the  greatest  possibility  of  proof,  since  impedance  in  the  de¬ 
sired  frequency  range  can  be  readily  measured  by  use  of  transmission  line  techniques. 
There  are, however,  limitations  to  this  measurement  which  should  be  discussed. 

The  input  connection  on  the  “handle”  is  the  only  point  of  a  loop  probe  accessible  for 
measurements.  Connection  to  any  other  point  on  the  probe  will  upset  the  balance  of  the 
loop  and  render  measurements  useless.  Input  impedance  must  be  measured  at  the  handle 
for  a  number  of  frequencies.  The  measured  values  of  input  impedance,  together  with  cor¬ 
responding  frequencies,  are  then  used  to  form  simultaneous  equations,  which  are  solved 
to  determine  the  unknown  electrical  lengths  and  characteristic  impedances. 

Measurement  of  the  loop  shown  in  Figure  25  is  impractical.  Study  of  equation  (27) 
shows  that  there  are  three  unknown  characteristic  impedances  and  three  unknown  electri¬ 
cal  angles  involved.  These  variables  cannot  be  separated  by  measurements  at  the  loop- 
probe  handle.  It  may  appear  that  the  characteristic  impedance  and  the  electrical  length 
of  the  various  sections  of  coaxial  transmission  line  can  be  calculated  from  the  dimensions. 
The  center  conductors  of  these  sections  of  transmission  line  are  supported  by  some  form 
of  insulation,  such  as  ceramic  beads,  which  introduces  an  unknown  dielectric  constant  into 
the  formula  for  characteristic  impedance  and  which  also  affects  the  velocity  of  propagation 
and  consequently  the  electrical  length.  Calculations  which  include  all  these  factors  as  ap¬ 
proximations  do  not  yield  results  of  the  desired  accuracy. 

Even  the  simplified  loop  shown  as  an  equivalent  circuit  in  Figure  31  cannot  be  meas¬ 
ured  until  it  is  further  simplified  in  construction  by  making  the  characteristic  impedance 
Z0i  =  Z02  and  making  the  velocity  of  propagation  identical  in  both  sections.  Under  this 
condition  the  input  impedance  is  simply  that  of  a  coaxial  transmission  line  with  a  reactance 
connected  at  the  far  end.  If  the  coaxial-line  characteristic  impedance  and  velocity  of  pro¬ 
pagation  are  known,  the  loop  impedance  may  readily  be  calculated. 

If  the  line  characteristics  must  be  determined,  two  measurements  are  required  on 
each  frequency.  In  the  first,  the  input  impedance  of  the  complete  loop  probe  is  measured. 
In  the  second,  the  loop  is  shorted  by  clamping  a  band  of  copper  over  the  gap.  Since  the  gap 
width  is  very  small,  the  impedance  of  the  copper  band  across  the  gap  is  so  small  compared 
to  the  loop  impedance  that  the  line  is  effectively  short-circuited.  The  input  impedance, 
which  is  now  simply  that  of  a  shorted  transmission  line,  is  measured.  The  input  impedance 
of  a  shorted  transmission  line  is  given  in  equation  (24).  Adding  the  subscript,  f,  to  the 
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input  impedance  to  designate  the  frequency,  equation  (24)  is  rewritten 


Z(f)  =  jZ0  tan  9. 


(33) 


Since  the  electrical  length,  6  ,  is  directly  proportional  to  the  frequency,  the  input  impedance 
is 


Z(2f)  =  j  ZQ  tan  (2  0) 


(34) 


at  twice  the  frequency  designated  in  equation  (33).  From  standard  trigonometric  formulas, 


tan  2  0  = 


2  tan  0 
1  -  tan2  e' 


Equation  (33)  is  rewritten 

tan0  =  Z(*), 

Zo 

Equation  (34)  is  rewritten 

tan  20=  ±1 gj  . 

Zo 

Substituting  equations  (36)  and  (37)  in  equation  (35), 


(35) 


(36) 


(37) 


(38) 


Solving  equation  (38)  for  ZQ, 


Z0 


=  Zf 


z(2f) 


z(2f)  -  2  Z(f) 


(39) 


Measured  values  of  the  input  impedance  of  the  shorted  transmission  line,  at  appropri¬ 
ate  frequencies,  are  substituted  in  equation  (39)  to  determine  the  characteristic  impedance 
of  the  line.  The  value  of  Z0  obtained  by  this  method  is  then  substituted  in  equation  (33)  to 
determine  the  electrical  length  of  the  line. 

Rewriting  equation  (28)  to  include  the  fact  that  Z01  =  Z02, 


-■in 


=  Z  tan 
01 


("■ 


+ 


02  +  arc  tan 


(40) 


However,  9X  +  02  =  0  of  equation  (35)  and  ZQy  =  ZQ  of  equation  (35).  These  values  are 
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substituted  in  equation  (40) ,  and  the  resulting  equation  is 


Zl 


Zin  =  Z0  tan  1 6  +  arc  tan  ^ 


(41) 


Solving  equation  (41)  for  Zj, 


Zi 


in 


Zj  =  Z0  tan  (  arc  tan  — —  -  6 


(42) 


Zj  is  then  calculated  for  a  number  of  frequencies.  If  the  loop  is  equivalent  to  a  uni¬ 
form  transmission  line,  Zj  will  conform  to  equation  (24).  The  procedure  shown  by  equa¬ 
tions  (33)  through  (39)  is  then  used  to  determine  the  value  of  the  equivalent  characteristic 
impedance  and  the  equivalent  electrical  length. 


To  reduce  experimental  errors  and  increase  accuracy  of  these  calculations,  it  is 
desirable  that  curves  of  the  measured  values  be  plotted  and  smoothed  by  graphical  or  math¬ 
ematical  means  before  substituting  in  the  equations. 


*  *  * 


APPENDIX  B 


VOLTAGE  INDUCED  IN  A  LOOP  PROBE 
BY  A  SMALL  RADIATING  LOOP  ANTENNA* 


It  is  assumed  that  a  small,  circular,  single -turn  loop-antenna  of  radius  r,  has  a  cur¬ 
rent,  I,  flowing  in  it.  The  current  is  assumed  to  have  a  uniform  amplitude  distribution 
around  the  circumference  of  the  loop.  It  is  desired  to  calculate  the  field  strength  of  the 
magnetic  induction  field,  designated  H,  at  a  point  P,  which  is  located  at  a  distance  X  from 
the  center  of  the  loop.  Figure  35  shows  the  assumed  conditions. 

-H  h—  d  I 


Using  rationalized  mks  units , 

Idl 


dH 


4ird2 


Ird6> 

4jrdz 


(43) 


and 


dHx 


Integrating  the  equation, 


results  in  H  = 


(sin $)  (dH) 

=—  dH  = 

ix^de 

(44) 

d 

477dS 

Ir2 

Hx  =  4,7  d3 

1  d9' 

(45) 

Ir2 

2d3  ‘ 

(46) 

Introducing  X, 


i^I 


H  = 


2  (X2+  r2)3/2' 


(47) 


*  Based  in  part  on  development  by  W.  O.  Swinyard,  Proc.  I.R.E.,  29:  386,  July  1941. 
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Now  the  electric  field  strength  in  volts  per  meter  is  related  to  the  magnetic  field 
strength  by  the  equation, 

E  =  120jtH  ,  (48) 


whence 


120  jt  r2 1  188.5  r2 1 

E=  2  (X2+  r2  )3/2  =  (X2+  r2)3/2 


(49) 


If  it  is  assumed  that  r2 «  X2 , 


E  <= 


188.5  r2I 
Xs 


f 


(50) 


where  E  is  in  volts  per  meter,  r  and  X  are  in  meters,  and  I  is  in  amperes.  Converting  E 
to  microvolts  per  meter,  r  and  X  to  centimeters,  and  I  to  milliamperes ,  the  expression 
becomes 


E  = 


18.85  Ir2  x!0s 
Xs 


(51) 


To  insure  that  a  pure  induction  field  is  developed,  it  is  necessary  that 


but  it  was  assumed  that 

r2  «  X2. 


At  a  frequency  of  400  Me , 


X  = -  =  0.75  meters 

400 


=  75  centimeters,  and 
X  75 

— —  =  — — *  11.94  centimeters. 
2  v  2ir 


It  is  known  that  the  radius  of  the  radiating  loop  antenna  will  be  in  the  order  of  2  to  4 
centimeters.  Therefore,  at  400  Me,  r  is  not  much  less  than  X,  since  X  must  be  less  than 
11.94  cm.  Equation  (51)  does  not  apply,  and  further  derivation  is  necessary. 


From  equations  for  mutual  inductance,  it  is  known  that 
E2  =It  w  Mx  103  , 


(52) 
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where  E2  =  the  voltage  induced  in  one  inductance  by  the  field  of  a  second 

inductance,  microvolts; 

Ij  =  the  current  flowing  in  the  second  inductance,  milliamperes ; 

M  =  the  mutual  inductance  between  the  two  inductances,  micro- 
henrys;  and 

w=  2irf  where  f  =  the  frequency  of  the  current,^  ,  Me. 

It  is  also  known  that  the  voltage  induced  in  a  loop  antenna  by  an  r-f  field  is 


2  vE  A  2tt  Ef  A 

X  =  300 


(53) 


Solving  for  E, 


(56) 
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The  mutual  inductance  between  two  parallel,  circular,  coaxial,  single -turn  coils  is 


M  =  K^r  r2  , 


(57) 


where 


^  =  radius  of  radiating  loop,  centimeters; 
r  =  radius  of  loop  probe,  centimeters;  and 

N  =  a  constant  which  is  a  function  of  the  ratio  of  the  shortest  and 
longest  distance  between  points  on  the  circumference  of  the 
two  loops. 


Substituting  (57)  in  (56)  yields 


3Ii  MxlO8 

7 r  r2 
2 


31,  NxlO9 

it 


31,  Nx  10? 
jrr2 


(58) 


A  curve  or  table  is  necessary  for  determining  the  value  of  N.  Such  a  curve  may  be  found 
in  Reference  6.  However,  Table  2  is  a  tabulation  of  values  of  field  strength  for  a  current 
of  one  milliampere  flowing  in  a  radiating  loop  of  4-cm  diameter.  Values  are  tabulated  for 
a  number  of  probes  of  different  diameters  and  for  various  spacings  between  the  probe  and 
the  radiating  loop. 
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TABLE  2 

Field  Strength,  E,  in  Millivolts  Per  Meter,  for  One 
Milliampere  Current  through  Loop  of  4-cm  Diameter* * 


Spacing 
Between 
Loops,  X 
(cm) 


Diameter  of  Loop  Probe,  cm 


4 

6 

8 

10 

12 

14 

16 

262.0 

226.0 

187.0 

146.0 

117.0 

91.9 

72.8 

120.0 

112.0 

99.4 

85.8 

72.6 

61.1 

55.3 

65.9 

61.8 

56.8 

51.0 

45.7 

40.1 

35.1 

39.6 

37.7 

33.8 

32.5 

29.4 

26.8 

24.5 

25.4 

24.2 

23.3 

21.7 

20.4 

19.0 

17.4 

17.0 

16.8 

15.7 

15.6 

14.5 

13.7 

12.5 

12.0 

11.7 

11.8 

11.0 

10.4 

10.1 

9.6 

8.2 

8.7 

8.5 

8.4 

7.8 

7.6 

7.3 

*  To  obtain  true  field  strength,  multiply  E  by  current  through 
radiating  loop  in  milliamperes. 


*  *  * 


APPENDIX  C 


COMPARISON  OF  VARIOUS  LOOP-ANTENNA  EQUATIONS 


It  is  interesting  to  compare  the  theoretical  developments  regarding  loop  impedance 
of  L.  L.  Libby,  Reference  9,  with  those  of  F.  M.  Colebrook,  Reference  10,  and  R.  E.  Bur¬ 
gess,  References  11  and  12,  since  part  of  Appendix  A  is  based  on  Reference  9. 

Colebrook  considers  an  unshielded  loop  only  and  makes  no  attempt  to  derive  actual 
circuit  constants.  The  equation  derived  for  the  effective  impedance  of  the  loop  is 

Ze  =  2  Z  tanh  (^t),  (59) 

where  Ze  =  the  input  impedance  of  the  loop; 

Z  =  the  characteristic  impedance  of  the  loop; 

1  =  the  perimeter  of  the  loop;  and 

P  W  (R+jwL)jwC,  (60) 


where  R  =  the  resistance  per  unit  length  of  the 

conductor,  including  any  radiation  re¬ 
sistance; 

L  =  the  inductance  per  unit  length  of  the  con¬ 
ductor; 

C  =  the  capacitance  per  unit  length  of  the  con 
ductor;  and 

w  =  2?rf  where  f  =  frequency. 


The  characteristic  impedance  is  further  defined  as 


Z  (61) 

'  jwC 

where  R,  L,  C,  and  w  have  the  same  values  as  defined  for  equation  (60).  It  should  be  noted 
that  series  resistance  is  included  in  the  equation,  but  shunt  conductance  or  parallel  resis¬ 
tance  is  neglected  since  the  dielectric  surrounding  the  loop  is  assumed  to  be  loss -free. 

Colebrook  also  shows  that,  when  dimensions  of  the  loop  are  very  small  compared  to 
wavelength,  the  equations  simplify  to  the  familiar  loop  equations  used  at  low  frequencies. 

Burgess,  in  Reference  12  develops  theory  for  operation  of  a  shielded  loop  aerial.  The 
development  is  specifically  confined  to  low  frequencies,  and  all  circuit  constants  are  con¬ 
sidered  lumped  with  uniform  current  distribution.  This  development  includes  the  falla¬ 
cious  assumption  that  the  field  can  penetrate  the  shield  and  induce  a  voltage  on  the  shielded 
inner  conductors  but  neglects  any  capacitance.  Burgess  states  in  Reference  11  that  the 
theory  of  Reference  12  is  only  a  first  approximation. 
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In  Reference  11,  Burgess  develops  theory  for  a  shielded  loop,  both  balanced  and  un¬ 
balanced,  based  on  classical  transmission-line  theory.  This  development  neglects  resis¬ 
tance  and  leakage.  The  derived  equation  for  the  input  impedance  is  similar  to  that  obtained 
by  Libby  in  Reference  9.  The  impedance  of  the  “screen”  (shield)  is  obtained  from  the 
formula 


Z  =  2Z01  tan  B1  S,  (62) 

where  Z  =  input  impedance, 

Z01  =  characteristic  impedance  of  shield, 


X  =  wavelength  in  meters,  and 
S  =  1/2  perimeter  of  loop. 


Burgess  further  derives  specific  values  for  Zoi  based  on  loop  dimensions.  The  equa¬ 
tions  derived  for  a  circular  loop  are  given  below,  without  the  intermediate  steps  of  the  de¬ 
rivation,  and  are  compared  with  the  equation  derived  by  Libby.  The  characteristic  impedance 
is  obtained  from 


where 


Z  =  30L  , 

oi  11 


(63) 


||  -2)  or  2  (loge 


(64) 


R  =  Radius  of  shield,  centimeters; 
ro  =  Outside  radius  of  a  cross -section  of  the  shield;  and 
P  =  perimeter  of  the  loop,  2vR. 

Combining  equations  (63)  and  (64) , 


Z01  =  30  x  2  (loge  -2).  (65) 

Since  the  term  2Zqi  appears  in  equation  (62), 

2  Z01  =  2  x  30  x  2  (loge  -?§•  -  2) 

=  120(loge  ~  -2).  (66) 

Substituting  2.303  log^  for  loge, 

2Z01  =  120(2.303  logi0-f5-  -2).  (67) 

Libby’s  equation  for  loop  characteristic  impedance,  as  developed  in  Reference  9,  is 

Zo=  276  logio^-  -  (68) 

which  may  be  written  Zg  =  120  (2.303  (69) 
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This  is  similar  to  equation  (67).  Changing  equation  (67)  from  the  form 


to  the  form 


2  Z0i  =  120  (2.303  log10  -2) 
2  Z01  =  120  (2.303  log10-^  -k) 


will  reveal  the  numerical  difference  in  the  characteristic  impedance  calculated  by  the  two 
equations. 


Rewriting  equation  (67), 


and  rewriting  equation  (68) , 


2  Z  =  120(2.303  logj  8  +  2.303 log10  R  -  2.303  log1()ro  -2), 
'  (71 

2  Z01  =  120(2.303  log10  R  -  2.303  log10  ro  -k),  (72 


and  by  equating  (71)  and  (72)  and  solving  for  K, 

120(2.303  log  8  +  2.303  log  R -2.303  log  ro -2) 

=  120  (2.303  logiQ  R  -  2.303  logio  ro  -  k) 

K  =  2  -  2.303  log  8  =  2  -  2.07945  =  -  0.07945. 

10 

Substituting  the  value  of  K  in  equation  (70), 

2  Z01  =  120  (2.303  log- 0  +  .07945) 

=  276  log10^  +  9.53.  (73) 

This  equation  differs  from  (68)  by  the  presence  of  the  constant.  The  value  of  character¬ 
istic  impedance  calculated  from  Burgess’  equation  will  be  9.53  ohms  greater  than  that 
calculated  from  Libby’s  equation. 

In  contrast  to  the  derivation  by  Colebrook,  both  Burgess  and  Libby  neglect  resistance 
of  the  conductor.  This  appears  to  be  justified,  since  the  resistance  of  a  loop  antenna  can 
be  shown  to  be  very  small  compared  to  its  reactance. 

The  “ohmic”  resistance  of  a  round  wire  or  tube  is  given  in  Reference  6  as 

83.2VT  X  10-9 


where 


R=  resistance,  ohms  per  centimeter; 
f  =  frequency,  cycles;  and 
d  =  diameter  of  wire  or  tube,  centimeters. 


Converting  f  to  megacycles  in  equation  (74), 

83.2Vrxi0-# 


The  loop  probe  has  a  shield  cross-sectional  diameter  in  the  order  of  one  centimeter, 
so  that  a  resistance  of  one  ohm  per  centimeter  will  be  obtained  at  1.445  X108  megacycles. 
At  400  megacycles  the  resistance  is  2.464  X  10-3  ohms  per  centimeter. 
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Radiation  resistance  is  normally  calculated  from  the  equation 


Re  =  20B4A2 , 

where  Re  =  radiation  resistance,  ohms; 


(76) 


X  =  wavelength,  meters;  and 
A  =  area  of  loop,  square  meters. 

This  formula  is  based  on  assumed  uniform  current  distribution.  Horner,  in  Reference  15, 
shows  that  the  resistance  is  slightly  higher  in  actual  loops  because  of  nonuniform  current 
distribution  but  confines  his  equations  to  a  loop  with  a  perimeter  less  than  a  quarter  - 
wavelength,  a  size  of  loop  still  having  almost  uniform  current  distribution.  The  equations 
of  Reference  15  for  a  circular  loop  indicate  an  increase  in  both  radiation  and  “ohmic”  re¬ 
sistance.  The  radiation  resistance  of  a  loop  with  a  perimeter  ofX  /4  is  increased  65  percent, 
but  the  total  radiation  resistance  is  only  1.26  ohms.  The  “ohmic”  resistance  is  increased 
41  percent,  but  again  the  total  is  a  very  small  fraction  of  an  ohm.  The  equations  given  in 
Reference  15  are 


Radiation  resistance 

and  “Ohmic”  resistance 


=  20B4 7T  2r4  [l  +  B?  r2 

(77) 

=  27rrR0[l  +-^jr2B?r2], 

L  3  “* 

(78) 

where 


X  =  wavelength,  meters; 
r  =  radius  of  loop,  meters;  and 
R0  =  resistance  per  unit  length. 


The  term  outside  the  bracket  is  the  low-frequency  value  (uniform  current  distribution) 
while  the  term  inside  the  bracket  calculates  the  increase  in  resistance  over  that  obtained 
at  low  frequencies  due  to  nonuniform  current  distribution 

When  the  perimeter  isx/4,  the  reactance  of  the  loop  probes  considered  in  this  prob¬ 
lem  will  approximate  120  ohms,  since  the  dimensions  are  such  that  the  characteristic 
impedance  is  approximately  275  ohms.  The  total  resistance  of  such  a  loop  probe,  as  cal¬ 
culated  above,  is  approximately  1.26  ohms.  This  resistance  is  slightly  more  than  1  per¬ 
cent  of  the  reactance  and  will  have  negligible  effect  on  the  total  input  impedance. 

It  is  also  of  interest  that  equation  (27)  of  Appendix  A,  when  rewritten  to  eliminate 
the  “handle”  section,  becomes  the  same  as  Burgess’  equation  (Reference  11)  for  the  input 
impedance  of  an  unbalanced  shielded  loop. 
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Equation  (27)  of  Appendix  A,  rewritten,  is 


Z  =  jZ  tan  0,  +  arctan 


+  Z0L  tePAL) 


tan  A  +  tan  B 

Since  tan  (A  +  B)  =  “  _  Tan  A  Tan  B  ’ 


Z  tan  6  +  Zql  tan0T 

ns  2  -L* 


Z«(Tan0a  + 


1  (2os  Tan02  +  ZQL  tan  0  L \Tan  ^ 
x  Zoz 

Z(k2  tan  ^  +  Z^  tan  6^  +  Z0L  tan0  L 


Z.-  Z^tan#,)2  -  Z0L  tan0  Ltan02 


2Z02  *an +  Z0L  ten  eL 


=  3^ 


Z02(l  -  tan202  )  -  Zql' tan  0l  tan  ^  » 


where  Zql  =  characteristics  impedance  of  loop, 

which  is  =  2Zfliof  Burgess’  equation, 

Z  =  characteristic  impedance  of  coaxial -line  section  of  loop  (internal) , 
02 

and  &  02  =  electrical  length  of  line  sections. 

Burgess’  equation  for  an  unbalanced  loop  is 


Z  =  2j  Z 
2  02 


Z  tan  B  S  +  Z  tan  B  S 
01  1  02  2 

Z02(l  -  tanaB2S)  -  2  tan  Bi  S  tan  B2  S 


the  same  as  equation  (83)  since 

2  Zqj  =  Z0L>  Zq2=Z02,  BiS=0l,  andBS=V 

Thus,  the  developments  of  several  different  investigators  are  found  to  have  substantial 
agreement. 


*  *  * 
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